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[57] ABSTRACT 

There is disclosed a method and apparatus for safely 
reducing abnormally high intra-ocular pressure in an 
eye during a predetermined time interval. This allows 
maintenance of normal intraocular pressure during 
glaucoma surgery. According to the invention, a pres- 
sure regulator of the spring-biased diaphragm type is 
provided with additional bias by a column of liquid. 
The height of the column of liquid is selected such that 
the pressure at a hypodermic needle connected to the 
output of the pressure regulator is equal to the measured 
pressure of the eye. The hypodermic needle can then be 
safely inserted into the anterior chamber of the eye. 
Liquid is then bled cut of the column to reduce the bias 
on the diaphragm of the pressure regulator and, conse- 
quently, the output pressure of the regulator. This low- 
ering pressure of the regulator also occurs in the eye by 
means of a small second bleed path provided between 
the pressure regulator and the hypodermic needle. Al- 
ternately, a second hypodermic needle may be inserted 
into the eye to provide a controlled leak-off path for 
excessive pressure and clouded fluid from the anterior 
chamber. 

4 Claims, 2 Drawing Figures 
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INTRA-OCULAR PRESSURE NORMALIZATION 
TECHNIQUE AND EQUIPMENT 

ORIGIN OF THE INVENTION 5 

This invention was made by a U.S. citizen who has 
assigned all rights to the United States Government and 
the invention may be manufactured or used by or for 
the Government of the United States without the pay- jq 
ment of any royalties thereon or therefor. 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 

The invention relates to opthalmic surgery and is 15 
directed more particularly to a method and apparatus 
for reducing intraocular pressure prior to surgery and 
for maintaining normal pressure during surgery. 

2. Prior Art 

Glaucoma is a disease of the eye involving abnor- 20 
mally elevated intraocular pressure. Such pressure can 
cause irreparable damage to the eye and eventual blind- 
ness. In the event that surgery is required on the eye, the 
intraocular pressure must be reduced to a safe level. 
Any attempt to penetrate the eye surgically while the 25 
pressure is markedly elevated involves a high risk of 
structural damage to the eye. This damage is a result of 
rapid pressure loss. 

In the past, prior to opthalmic surgery, intraocular 3Q 
pressure has been reduced by the administration of 
drugs or the use of other systemic means. Such proce- 
dures often require a time-period of several hours or 
more to obtain the desired reduction in intraocular pres- 
sure. Additionally, drugs may have undesirable side 35 
effects on some people and/or may be insufficiently 
effective on others. 

OBJECTS AND SUMMARY OF THE 

INVENTION .. 

40 

It is an object of the invention to provide a method 
and apparatus for controllably and safely reducing in- 
traocular pressure in an eye. 

It is another object of the invention to provide a 
method and apparatus for controllably reducing the 45 
pressure in an eye to a predetermined safe value and 
then maintaining the pressure constant during a glau- 
coma surgery. 

Still another object of the invention is to provide a 
method and apparatus for reducing and controlling the 50 
pressure of liquid supplied to an eye and for removing 
fluid from the eye at a controlled rate. 

In summary, the invention provides a method and 
apparatus for controllably and safely reducing intraocu- 55 
lar pressure in an eye by providing means for biasing a 
pressure regulator connected between a source of treat- 
ment fluid and a hypodermic needle to be inserted into 
the eye such that the pressure at the hypodermic needle 
is equal to that measured for the eye. After the needle is 
inserted into the eye, the bias is then reduced in a prede- 
termined manner. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a pictorial diagram of apparatus utilized 65 
with the invention. 

FIG. 2 is an oblique sectional view of the pressure 
regulator portion of FIG. 1. 


DESCRIPTION OF A PREFERRED 
EMBODIMENT 

Referring now to FIG. 1 there is shown apparatus 
including a pressure regulator 10, a filter 11, a reservoir 
12 and a vertical tube 13. A buffered saline solution 14 
or treatment fluid flows from reservoir 12 through a 
conduit 15 and into filter 11 . The fluid then flows out of 
the bottom of filter 11 and through a passageway 16 into 
an inlet chamber 17 of the pressure regulator 10. From 
inlet chamber 17 the fluid flows through a diaphragm 
controlled valve which is shown and described in FIG. 
2 and out of an outlet port 18 through reflexible tube 19 
and the hypodermic needle 20 into the interior chamber 
of an eye 21. 

This will be explained more fully with regard to FIG. 
2. A suitable fluid such as distilled water disposed in 
vertical tube 13 or standpipe increases the pressure of 
the fluid at outlet port 18. In order to gradually reduce 
the pressure at outlet port 18, the fluid level into 13 is 
reduced by bleeding-off fluid by means of a small length 
of tubing 22 which communicates with the bottom of 
tube 13. The diameter and length of tube 22 determine 
the bleed-off rate and, hence, tube 22 may be termed a 
bias bleed means. 

Pressure regulator 10 is a one-way device in that fluid 
can flow only out of outlet 18 . Consequently, when 
hypodermic needle 20 is inserted into the anterior 
chamber of eye 21, there is no flow-path for fluid which 
is to be removed from the eye. To provide such a path, 
a tube 23 communicates with tube 19 at some point 
between outlet 18 and hypodermic needle 20. The 
length and inside diameter of tube 23 must be selected to 
obtain the flow rate desired. Tube 23 thus serves as a 
pressure relief bleed means. 

As an alternate pressure relief bleed path, particularly 
under conditions where the anterior chamber contains 
clouded fluid, a second hypodermic needle 24 may be 
inserted into the anterior chamber of the eye 21 and a 
tube 25 connected thereto carries away the fluid. As in 
the case of tube 22, the diameter and length of tube 25 
determine the rate of removal of fluid from the anterior 
chamber of the eye. Tube 25 and hypodermic needle 24 
comprise an irrigation bleed means. 

Referring now to FIG. 2, there is shown an oblique 
cutaway view of the essential parts of pressure regula- 
tor 10. Parts corresponding to those of FIG. 1 are iden- 
tified by like numerals. Pressure regulator 10 includes a 
valve 26, a diaphragm 27 supported on a backing plate 
28, and a bias spring 29. Spring 29 exerts pressure 
against backing plate 28 to open valve 26. Fluid, as 
indicated by arrows 25, flows through the valve 26 
against the underside of diaphragm 27 and through 
outlet port 18 into tube 19. The compression of spring 
29 determines the pressure of the fluid at outlet port 18. 

The pressure regulating components just described 
are well known in the prior art and are much like any 
standard diaphragm type pressure regulating device. 
However, a preferred pressure regulating device is the 
flow compensating pressure regulator' disclosed and 
claimed in the copending application of Edward F. 
Baehr, Ser. No. 779,428, filed Mar. 21, 1977, U.S. Pat. 
No. 4,084,612 issued Apr. 18, 1978, and assigned to the 
assignee of the instant invention. 

As shown in FIG. 2, an adjuster 30 is provided to 
change the compression of spring 29 so that the pressure 
at outlet port 18 may be adjusted to a desired value. An 
aperture 31 is provided in adjuster 30 so that fluid in 
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vertical tube 13 may flow through the adjuster and past 
the spring 29 to the upper side of diaphragm 27 and 
through a bleed-off outlet port 32 into the tube 22. The 
pressure of the fluid adds to the bias of spring 29 to 5 
increase the pressure at outlet port 18. Thus, the height 
of the fluid in tube 13 can be adjusted such that the 
pressure at outlet 18 is equal to the measured intraocular 
pressure. 

According to the inventive method, the intraocular 10 
pressure of an eye diseased by glaucoma, for example, is 
measured. A reservoir such as 12 containing a treatment 
of fluid 14 is provided and connected to a tube such as 
15 and 19 to the hypodermic needle 20. The reservoir 12 15 
is raised to a height such that the fluid pressure at the tip 
of hypodermic needle 20 is equal to that measured in the 
eye as, for example, 60 mm of mercury. Hypodermic 
needle 20 is then inserted into the anterior chamber of 20 
the eye and the reservoir is gradually lowered until the 
pressure at the tip of the hypodermic needle is approxi- 
mately that of a normal eye, for example, 20 mm of 
mercury. At the same time, some pressure is bled off 
through a pressure relief bleed. 25 

Preferably the fluid 14 is directed to a pressure regu- 
lator such as 10 which, after the initial pressure reduc- 
tion, will maintain pressure constant at the hypodermic 
needle 20. 30 

Utilizing the pressure regulator 10, the vertical tube 
13 is filled with suitable fluid (distilled water) to a level 
such that pressure at hypodermic needle 20 is equal, to 
that measured in the eye. After the hypodermic needle 35 
20 is inserted into the anterior chamber of the eye, the 
bias bleed orifice, tube 22 , bleeds-off fluid from the 
vertical tube 13 causing the pressure at hypodermic 
needle 20 to decrease from a high magnitude as, for 
example, 60 mm of mercury, to a normal level as, for 
example, 20 mm of mercury. The pressure relief bleed 
23 relieves some of the pressure at outlet port 18 and, 
consequently, at hypodermic needle 20. After the pres- 
sure of the eye is reduced to a normal level, surgical 45 
procedures can be initiated. 

Preferably, the flow compensating regulator of the 
previously identified copending patent application 
would be used. This pressure regulator includes means 5Q 
for controlling output pressure despite variations in the 
flow rate of fluid to the eye during operative proce- 
dures. 

The range of dimensions of various components of 
the apparatus are given below in Table I with preferred 55 
dimensions in parenthesis. 


TABLE I 



Length 

Inside Diameter 

Standpipe 13 

70-80cm (74cm) 

1.27-2. 5cm (2.24cm) 


27.5-31.5" (29") 

0.5-1.0" (0.875") 

Tube 22 

30- 100cm (38cm) 

0.75mm-1.5mm (1.5mm) 


12"-39" (14.9”) 

0.031"-0.062" (0.062") 

Tube 23 

50-200cm (100cm) 

0.75mm-1.5mm 

(0.75mm) 


18"-78" (39") 

0.03 r -0.062" (0.031") 

Tube 25 

50-200mm (100cm) 

0.75mm-1.5mm 

(0.75mm) 


1 8"— 78" (39") 

0.03 1"-0.062" (0.031") 


As shown in FIG. 1, standpipe 13 is calibrated to 
indicate actual pressure at outlet 18 for any particular 
fluid level in standpipe 13. The pressure regulator 10 is 
adjusted to a pressure of from 15-25 mm of mercury but 
a nominal pressure of 20 mm of mercury has been found 
to be satisfactory. 

It will be understood that changes and modifications 
may be made to the above-described method and appa- 
ratus by those skilled in the art without departing from 
the spirit and scope of the invention as set forth in the 
claims appended hereto. 

What is claimed is: 

1. An ophthalmic procedure for an eye affected by 
glaucoma comprising the steps of: 

measuring the intraocular pressure of the eye; 

providing a first hypodermic needle and a reservoir 
of treatment fluid; 

inserting a spring-biased diaphragm pressure regula- 
tor between said reservoir and said hypodermic 
needle and communicating said resevoir with said 
needle to provide a predetermined regulated pres- 
sure at said hypodermic needle; 

increasing the bias on said diaphragm to increase the 
pressure at said hypodermic needle to the measured 
value in the eye; 

inserting said first hypodermic needle in the eye; 
providing a bleed off fluid means from the eye by 
inserting into the anterior chamber of the eye a 
second hypodermic needle communicating with a 
tube to provide a control leak-off path for excessive 
pressure and 

decreasing the bias on said diaphragm to provide a 
nominal normal pressure at said first hypodermic 
needle. 

2. The method of claim 1 wherein the increased bias 
on said diaphragm is provided by communicating a 
body of liquid in a standpipe with said diaphragm. 

3. The method of claim 2 wherein the increased bias 
on said diaphragm is ^educed by gradually bleeding-off 
liquid from said body of liquid. 

4. The method of claim 1 wherein said bleed-off of 
fluid from the eye is obtained by communicating an 

open-ended tube with said first hypodermic needle. 
***** 
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